Abstract -In this paper, an electromagnetic (EM) sensor which can operate simultaneously in capacitive and inductive modalities is developed, and a novel measurement strategy is proposed accordingly. The sensor is composed of two planar spiral coils with large track width, which promotes its capacitive mode. The capacitive coupling is measured in common mode while the inductive coupling is measured in differential mode. In capacitive mode, the sensor is sensitive to the dielectric material distribution, i.e. changes in permittivity; while in inductive mode, it is sensitive to magnetically permeable material and electrically conductive material. Furthermore, it is demonstrated that the sensor can simultaneously measure dielectric and conductive materials. This novel sensor has been designed and implemented. Experimental results verified its effectiveness in dual modality measurement.
I. INTRODUCTION
Evaluation of materials by using electric and magnetic fields has been extensively performed for various inspection purposes, such as failure detection, quality assurance and material composition inspection [1] [2] . The selection of the measurement method is determined by the fundamental electrical and magnetic properties of the material of interest i.e. permittivity, conductivity and permeability [3] . Capacitance measurements are appropriate for evaluating dielectric materials; for example, planar capacitance sensors have been used to inspect variations in dielectric properties of materials [4] , [5] . Magnetic induction / eddy-current testing is suitable for evaluating and inspecting conductive materials with many different coil configurations having been investigated, including planar spiral coils [6] .
Measuring the change in both capacitance and mutual inductance with a suitable sensor gives the possibility of inspecting the fundamental electrical and magnetic properties with a single sensor. Therefore, insulators, conductors and composite materials can be inspected with one sensor.
Attempts of combining capacitive and inductive measurements have been reported previously. In [7] and [8] , by switching between modes of operation or multiplexing, the presence of conductive and dielectric materials is detected with a dual mode sensor, but the sensor is still a physical combination of two sensors (capacitive and inductive). A printed sensor was reported in [9] ; by identifying the predominant sensor response above and below the resonant frequency, it was possible to detect and distinguish between conductive and dielectric materials. In [10] , meander and mesh planar sensors were employed for inspection of conductive and dielectric materials; the effects of some dielectric samples on the transfer impedance using frequencies up to hundreds of megahertz were reported. This sensor is sensitive to both conductive and dielectric materials, but was not capable of determining both properties simultaneously.
In this paper, we present a novel sensor which inherently is a dual inductive/capacitive sensing element and thus is sensitive to changes in both conductivity and permittivity, and importantly each effect can be separated by using different modes of measurement. As demonstrated, in differential mode, the change in mutual inductance is measured; and in common mode, the change in capacitive coupling is measured. Measurements can be taken in differential and common modes simultaneously with an impedance analyser with suitable configuration, therefore, the sensor can simultaneously measure dielectric and conductive materials and there is no need for switching between different sensing elements. Moreover, the designed planar sensor has some advantages including, easy manufacturing, good repeatability, low cost as in [11] , and can be built of flexible materials for inspection of irregular surfaces as in [6] .
The sensor was designed and built, and experimental results for measuring conductive and dielectric materials are presented.
II. SENSOR DESIGN
The sensor is composed of two planar spiral coils made of copper foil. Fig. 1 depicts the layout of the sensor. The trace width is 4 mm, and the gap between the traces is 1 mm; the separation between the nearest traces of the coil pair is 5 mm, and the distance between the centres of the coil pair is 41 mm. A thin insulator layer made of acrylic plate of 1 mm thickness was placed over the sensor to avoid direct electrical contact between the conductive traces and the sample.
The self-inductance of each coil is ~320 nH, mutual inductance 20 nH and direct coupling capacitance 1.8 pF at 100 kHz measured with an impedance analyser (Sl 1260). The same instrument was used in the following experiments; connections between the sensor and the impedance analyser are shown in Fig. 2 . The instrument has two measurement channels which can be independently configured as differential and common modes; thus, differential and common mode measurements can be taken simultaneously with this configuration.
III. SENSING MODES AND MEASUREMENTS MODES

A. Capacitive sensing mode
With large surface track width, each of the planar coils acts as a capacitive plate, where one is the transmitter and other the receiver. Therefore the capacitive sensing mechanism is similar to that of a two coplanar plate configuration [12] . When a sinusoidal voltage is applied to the transmitter, a potential difference is established and thus a capacitive coupling developed. Introducing permittivity change in the sensing area will perturb the established potential distribution and hence the capacitive coupling, the change of which can then be measured.
Depending on the nature of the sample, different effects are expected as discussed in [13] . A grounded object will reduce the electric flux reaching the receiver due to a leakage through the newly formed ground path and therefore reduce the capacitive coupling; a floating sample with a higher permittivity generally increases the capacitive coupling. These effects are referred as shunt mode and transmission mode respectively [12] . Both effects were observed in our sensor, but the interest of this work is for the latter case where the sample is electrically floating.
Goss et al. [14] presented an equivalent circuit for an excitation/detection coil pair with a sample in-between and identified six coupling mechanisms. It was stated that the potential difference between the coils, the surface area of the target, and the direct capacitive coupling between the coils strongly influence the capacitive excitation -capacitive detection mode. While in magnetic inductive measurements, the capacitive coupling effect needs to be minimised, the sensor developed here intentionally exploits this effect. By using a large track width, a significant capacitance coupling between the tracks develops, the strongest being the coupling between the nearest tracks of the excitation and detection pair. Overall, the average coupling effect from all the tracks is measured.
A 2-D finite-element simulation was carried out to explore the sensitivity distribution of the sensor. The excitation coil was segmented as traces with different potentials due to the fact that it is the only load for the signal generator and the voltage drop must occur along the track. For the detection coil, all the track of the was left at the same potential since it is made of a highly conductive material, i.e. copper. The electric potential distribution is shown in Fig. 3 .
For the case when a potential difference exists over the detection coil due to inductive coupling, a 2-D finite-element simulation was carried out. Similarly, as in Fig. 3 , the excitation coil is segmented as traces with different potentials, but the detection coil is also segmented as traces with different potentials. The developed capacitance between the nearest track of the excitation coil and the points A, B, C and D of the detection coil are shown in Table I . As expected, the strongest capacitive coupling is between the adjacent tracks of the excitation and detection coils i.e. between the excitation coil and the point A of the receiver.
B. Inductive sensing mode
Currents flowing in the tracks on the excitation side produce magnetic field, which induces voltage in the receiving side due to magnetic induction. So, the same planar structure that was used for the capacitive measurement can also be treated as coils for magnetic induction measurement.
The conductivity and magnetic permeability of the sample affect the magnetic induction due to eddy currents and magnetic polarisation, and the effects can be measured through the induced voltage across the receiver coil [15] . As the magnetic field depends on the coil geometry, the sensitivity of the sensor is intrinsically related to its geometry. The analytical solution for the change in impedance of a planar circular spiral coil can be derived from Dodd and Deeds theory as presented by Ditchburn [6] . Circular and rectangular geometries for planar coils have been compared due to its similar behaviour [16] .
The simulation of (1) [6] (for a circular planar coil) and measurements of the impedance change of a rectangular planar coil with large width/gap (4 mm/1 mm) over a conductive plate are shown in Fig. 4 . The sensor response was measured with an impedance analyser Sl 1260 working in frequency swept mode. Neither simulation parameters nor experimental data were refined to best fit as discussed in [6] . Coil inductance L 0 was found to be 169 nH by simulation.
where
where j is the imaginary unit, ω the angular frequency, μ 0 the free-space permeability, μ r the relative permeability set to 1, N the number of turns set to 3, a 1 the inner radius set to 1 mm, a 2 the outer radius set to 25 mm, h 1 the lift-off set to 1 mm, δ the skin depth, ρ the resistivity set to 78 μΩ, and J 1 is a Bessel function of the first kind. The values for the simulation were taken from the coil used for this test.
From Fig. 4 , the general trend between a circular planar coil and a rectangular planar coil is similar. The difference can be explained by: 1. the shape difference circular/rectangular; 2. the larger track width. The theoretical solution assumes a filamentary coil while the actual coil trace has a large width.
C. Measurements modes -common mode and differential mode
Fig . 5 shows an equivalent circuit ignoring the track resistance. Each of the planar coils is treated as an equivalent LC parallel circuit, represented by C1 and L1 for the transmitter, and C2 and L2 for the receiver. The target is modelled as an equivalent RLC parallel circuit, where R3 represents the losses due to eddy currents for a conductive sample; L3 is the inductive element related to the eddy currents; and C3 is the capacitive coupling element related to the displacement currents. Coupling is both capacitive and inductive between the coils (direct coupling: Cd and Md) and through the sample (indirect coupling: Cs1, Ms1, Cs2 and Ms2). The measured capacitance C in (5), considering the equivalent circuit in Fig. 5 , is the parallel equivalent of Cd and the series equivalent Cs1, C3 and Cs2; where I is the current that appears at the terminals and depends directly on the frequency f and the voltage difference ΔV [17] .
The change in mutual inductance between the transmitter and the receiver can be detected by measuring the differential voltage change in the receiver coil [15] . As stated by (6) a measurable voltage will appear at the inductively coupled coil by magnetic induction, where ΔV is the change in voltage due to a change in mutual inductance ΔM, j is the imaginary unit and ω the angular frequency.
In order to separate the inductive and capacitive coupling effects, different measurement modes were used, i.e. common mode and differential mode. With common mode, the measurement is sensitive to the potential difference between the transmitter and receiver and therefore it is related to capacitive coupling. The strongest capacitive coupling effect occurs between the nearest tracks of the transmitter and the receiver. Therefore, when taking common mode measurement, the voltage is measured at the point A of Fig. 1 .
For the proposed sensor, simultaneous capacitive/inductive coupling measurement can be carried out. Common mode voltage sees the receiver coil as one conductive surface against a reference potential level. Therefore, a path for the movement of charge due to capacitive coupling is created. Common mode measurements do not force a uniform potential level for the receiver conductive surface; hence a differential voltage by inductive coupling can be induced which is ΔV in (6).
An equivalent circuit for simultaneous mode is shown in Fig. 6 . The potential difference between points A and D at the receiver due to inductive coupling is represented with resistors R2 to R4. Capacitances CA to CD represent the capacitive coupling at different points of the receiver track. C1-L1 and C2-L2 represent the excitation and receiver respectively. R1 is a high value resistor to represent a floating condition. Common mode voltage is the measured at point A and differential mode voltage is the voltage difference between the points A and D.
IV. EXPERIMENTAL SETUP AND SAMPLES
An impedance/gain-phase analyser Sl 1260 was used to carry out the measurements. The instrument has a signal generator output, and two input voltage channels that can be configured as either common mode or differential mode. As shown in Fig. 2 , the excitation coil was connected to the signal generator and the receiver coil terminals were connected to both voltage channels; channel one was configured as differential mode and channel two as common mode. Fig. 7 shows the schematic connections between the equivalent circuit and the instrument for each channel separately. Fig. 7(a) represents common mode and Fig. 7(b) differential mode. R1 and R2 in both figures represent loading elements; the values were taken from the instrument manual.
As can be seen from Fig. 7(a) , when common mode is selected, only one of the terminals is internally connected for measuring purposes. Thus, the receiver coil is represented as only one plate. CX represents the coupling capacitance between the sensor pair. From Fig. 7(b) it can be seen that the measured voltage in differential mode corresponds to the differential voltage between the two terminals of the receiver coil.
Once all connections are made, simultaneous data of both channels (one in differential mode and the other in common Samples with different properties were prepared to test the behaviour of the sensor. In order to test the inductive coupling, a set of conductive samples with different thickness was created by stacking 1-5 copper foil layers. Each layer has a thickness of 60 μm.
For testing the capacitive effect, plastic sheets of different thickness were used. Different volumes of tap water were also measured. The surface area of the water volume was constant, and the height is linearly related to the volume. For the following discussion, relative permittivity values of 1 for air, 3 for plastic samples and 80 for water samples are assumed; which are typical values for these materials.
V. RESULTS
Results were obtained first for capacitive sensing/common mode measurement, then for inductive sensing/differential mode, and lastly for the combined mode.
A plot for capacitive sensing/common mode measurement is shown in Fig. 8 for two different frequencies of operation; at both frequencies, as the thickness of the plastic plate increases, the measured voltage increase. The first datum, labelled Air, corresponds to the standing capacitance value of the sensor; in this case, the capacitive coupling is through the fixed insulator attached to the sensor and air. It can be seen that the sensor has a similar response on both frequencies (100 kHz and 1 MHz). As expected from (5), the measured value increases with an increase in the frequency of operation.
A similar effect can be seen in Fig. 9 , where measurements for different volumes of water are shown, i.e., by increasing the volume of water, the capacitive coupling increases as expected. A larger change in the measured voltage due to the presence of water than plastic plate can be seen, which is attributed to a much higher permittivity of water than that of the plastic sample. Table II compares the voltage change between the air measurement and the first sample presented in the experiments shown in Figures 8 and 9 .
For the measurement configured as differential mode, a change in the measured voltage is linked to a change in the conductivity profile of the sample. Fig. 10 shows the change in voltage due to the presence of copper samples with different thickness positioned at 5 mm away. A reduction in the measured voltage is observed when the thickness of the sample increases. This reduction is in accordance with the magnetic induction effect for highly conductive, nonmagnetic samples [15] . The third experiment is reported in Fig. 11 . A copper sample composed of five foil layers was positioned 5 mm away from the sensor, and then, plastic samples of different thicknesses were placed in-between. Measurements in common mode and differential mode were made simultaneously. As expected, the differential measurement remained the same but the common mode measurements increase with the thickness of the plastic plates. Therefore, it was verified that the sensor can simultaneously operate in both modes.
For differential mode, it was observed that if the frequency of operation is over 5 MHz, the measurements are sensitive to both dielectric and conductive materials. This was attributed to the resonance of the individual coil (receiver/transmitter) due to increased capacitive coupling within the individual coil. This condition is not explored here owing to the effect is combined independently of the measurement method. Additionally, the touch effect described in [14] , i.e. by touching the sample (or introducing a permittivity change) a change in the detected signal is observed, is imperceptible for the reported frequencies in differential mode; but it was observed for common mode.
VI. CONCLUSIONS AND FUTURE WORK
In this work, a novel dual modality sensor and measuring strategy is presented. The sensor acts similarly as a spiral coil pair, and as a two plate planar capacitive sensor depending on the measurement mode. An idealised equivalent circuit of the sensor was utilised to develop the measurement strategy and analyse the sensor for each mode. Results from experimental measurements indicate that measuring in differential mode, the change in mutual inductance is measured; measuring in common mode, the change in capacitance coupling is measured; and that simultaneous measurements for inductive and capacitive coupling can be performed. Therefore, this sensor and the measurement strategy can be employed to inspect insulators, conductors and composite materials. Future research includes testing and quantifying new geometries, inspection of composed materials for non-destructive evaluation, and to build a custom instrument to increase the flexibility of simultaneous common/differential measurements. 
